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บทคัดย่อ 
 การศึกษานี้มีวัตถุประสงค์เพื่อเปรียบเทียบความต้านทานเสียดทานของลวดเหล็กกล้าไร้สนิมกับลวดเหล็กกล้าไร้สนิมเคลือบเทฟ
ลอนที่มัดด้วยตัวมัดชนิดต่างๆ ในแบร็กเกตเซรามิก  
 วัสดุที่ใช้ในการทดลองประกอบด้วยลวดเส้นหลักขนาด 0.019x0.025 นิ้ว 2 ชนิด ได้แก่ 1) ลวดเหล็กกล้าไร้สนิมและ   2) ลวด
เหล็กกล้าไร้สนิมเคลือบเทฟลอน โดยใช้ตัวมัด 3 ชนิด ได้แก่ 1) ยางมัดลวด 2) ลวดมัดเหล็กกล้าไร้สนิม และ 3) ลวดมัดเหล็กกล้าไร้สนิม
เคลือบเทฟลอน รวมเป็นจ านวน 6 กลุ่ม กลุ่มละ 10 ตัวอย่าง ทดสอบในแบร็กเกตเซรามิกขนาด 0.022x0.028นิ้ว วัดค่าแรงเสียดทานของ
แต่ละกลุ่มโดยใช้เครื่องทดสอบสากล และท าการเปรียบเทียบค่าเฉลี่ยของความต้านทานเสียดทานสถิตสูงสุดโดยใช้สถิติการวิเคราะห์ความ
แปรปรวนสองทาง ตามด้วยการทดสอบสถิติชนิดดันเนต  ท่ีระดับนัยส าคัญทางสถิติ 0.05 
 ผลการวิจัยพบว่า ไม่ว่าจะใช้ตัวมัดชนิดใดความต้านทานเสียดทานของลวดเหล็กกล้าไร้สนิมเคลือบเทฟลอน (58.6±35.1 กรัม) ไม่
แตกต่างอย่างมีนัยส าคัญทางสถิติกับความต้านทานเสียดทานของลวดเหล็กกล้าไร้สนิม (68.8±48.4 กรัม) นอกจากน้ีไม่ว่าจะใช้ลวดหลักชนิด
ใดความต้านทานเสียดทานของยางมัดลวด (108.5±40.7 กรัม) สูงกว่าความต้านทานเสียดทานของลวดมัดเหล็กกล้าไร้สนิม (32.7±17.1 
กรัม) และลวดมัดเหล็กกล้าไร้สนิมเคลือบเทฟลอน (50.0±16.0 กรัม) อย่างมีนัยส าคัญทางสถิติที่ระดับ 0.001 ขณะที่ความต้านทานเสียด 
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ทานของลวดมัดเหล็กกล้าไร้สนิมเคลือบเทฟลอน สูงกว่าความต้านทานเสียดทานของลวดมัดเหล็กกล้าไร้ สนิมอย่างมีนัยส าคัญทางสถิติที่
ระดับ 0.01  
 สรุปได้ว่า ความต้านทานเสียดทานของลวดเหลก็กล้าไร้สนิมเคลือบเทฟลอน และลวดเหล็กกล้าไร้สนิมไม่มีความแตกต่างกันอย่างมี
นัยส าคัญ เมื่อมัดด้วยตัวมัดชนิดต่างๆ ในแบร็กเกตเซรามิก 
ค าส าคัญ: แรงเสียดทานทางทันตกรรมจัดฟัน ตัวมัด แบร็กเกตเซรามิก ลวดเหล็กกล้าไร้สนิมเคลือบเทฟลอน 

 

Abstract  
 The aim of the study was to compare frictional resistance of stainless steel (SS) and Teflon-coated SS wires 
ligated with various types of ligature in ceramic brackets. Six combinations of specimens, comprising two types of 
0.019x0.025-inch main archwire, SS and Teflon-coated SS wires, and three types of ligation, elastomeric, SS and 
Teflon-coated SS ligatures were used in 0.022x0.028-inch ceramic brackets, 10 samples for each group. The frictional 
resistance of each combination was measured using a universal testing machine. The means of maximum static 
frictional resistance were compared according to types of wire and ligature using Two-way ANOVA followed by 
Dunnett's T3 post-hoc test (p<0.05). 
 The results showed that the frictional resistance of Teflon-coated SS wires (58.6±35.1 g) was not significantly 
different from that of SS wires (68.8±48.4 g) regardless of the ligature type. The frictional resistance of elastomeric 
ligatures (108.5±40.7 g) was statistically significantly greater than that of SS ligatures (32.7±17.1 g) and Teflon-coated 
SS ligatures (50.0±16.0 g) (p<0.001), whereas the frictional resistance of Teflon-coated SS ligatures was statistically 
significantly greater than that of SS ligatures regardless of the wire type (p<0.01). 
In conclusion, the frictional resistance of Teflon-coated SS and SS wires were not significantly different when used in 
the ceramic brackets regardless of the ligature type. 
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